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Wipe dry. Allow 5 minutes drying time. 
Make sure probe lens window is dry before use.

Approved cleaning solutions 

• 70% isopropyl alcohol or 
 ethyl alcohol only!

Wipe gently!21 3

Lens window and probe
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Place the thermometer aside for 1 minute, 
allowing the contacts to air dry.

Approved cleaning solutions 

• 70% isopropyl alcohol 
 or ethyl alcohol
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Thermometer contacts
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Wipe dry. Allow 5 minutes drying time. 
Make sure thermometer body is dry before use.
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NOTE  Place a new probe cover on the  
   thermometer before cleaning.

Approved cleaning solutions 

• 70% isopropyl alcohol or ethyl alcohol

• Hydrogen peroxide (Virox, Oxivir)

• Quaternary ammonium compounds
 (CaviWipes™, Clinell Universal Wipes®,  
   Sanicloth)

• 10% Chlorine bleach solution
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Thermometer body


